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CALIBRATION CERTIFICATE

LISAI

WET5 4«
Certificate No.

AR

2WB1806849-0002

E W [ o 37 5 Py A PR 55 e 9 R B B
Client
AT L BT S E A PHA TR R X)) A #2005
Customer Addr.
138 24 bt R
Description
A5/ B s SXCF-25kV
Model/Type
Hal e o
e RO H00 ) A AR A
Manufacturer
4 o i s P
Serial No. Asset'No.
FRUCH 40 20184124 19H
Acce.Date Yo M D
Pk H 3 20184E 12 19H
Cal.Date Y M g
HEBCNRIRHER: 201946128 18 H
Due Date Y WM D
& it FTEEHETTH 4 4% (Passed at Calibration Items)
Conclusion
i 5 s,
g A A1t % % # %
Calibrated by Inspected by
it e A 2 i Ll (T
Approved by

WES G H 5

Stamp
ARSI Hdik: )M Y XA SRR T 8
Address: No.8.South Street. Shi Ji Institute.Guangzhou,China
IRAEIG: 020-31134076 Tel: 020-31134076
f&¥0: 020-31134076 M2k~ 511400 Fax: 020-31134076 Post: 511400

ﬂﬂi‘ll::
LI

http:// www.LisaiTest.com
mail lisaitest@163.com

Web: http:// www.LisaiTest.com
E-Mail: mail lisaitest@163.com
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HEP G - 2WB1806849-0002
Certificate No.

1. A1 B (¥ R 25 T R 22 [ 5K v B v A R B AL (ST) .

All data issued by this station are traced to National Primary Standards and International System of Units(SI).

2. FER RS ZRARBE R,

The results relate only to the items calibrated.

3. REALRE HEHAE, ALY TR/ RERE.

This certificate shall not be reproduced exceptiin full ; without the written approval of our laboratory.

4. BFEBAMBEX AWK/ REA F, T REERAFZ BETERAMALRER .

If there is any objection concerning the calibration, the client should inform the calibration laboratory within 15 days from
the date of the device under calibration return to the client.

5. iFBATH “P” ARF Pass”, "F"4R&"Fail”, "N/A"fR¥E Not Applicable”.

In the datesheet"P" represents "Pass" and "F" represents "Fail" and "N/A" represents"Not Applicable”.

6. BR324 (Environmental condition during the calibration):

g (Temperature): 21 (C) FFAEE (Relative Humidity): 55 (%)
7. BEEHL A (Place of the calibration):

=% EHRAR (B
8. KRB HERIFLARMKIE  (Reference documents for the Calibration):

JJF (H1°F) 30803-2007 HL IR %22k 2 FEHERIE

9, &7 (Comments):

10. KRR EH B EENEFRHE  (Main measurement standards used during the calibration):

brifk %R H i TE1h 2 5 TSR Vel] TR
(Description) (Serial No.) (Certificate No.) (Due Date)  (Metrological Characteristics)
o TR AR s B037074 3GC1800055-0057 2019-04-30  DC attenuation:+2%
Bandwidth(-3dB):75MHz
SIS B025030 3GC1800055-0062 2019-04-30 MPE:V:1.0%;

T.:x1.0%





[image: image3.jpg]@rmnﬁﬂiﬁmﬁﬂﬂﬂﬁl L1345 2WB1806849-0002

LiSas Guangzhou Lisai Calibration and TestingCo.L0 Certificate No.

1 AMLLLR — MR PR IEH

In view of External and Generality check : Pass

2 iRiNi(Surge):  (Waveform Parameters1.2/50 ps — 8/20 ps)
2.1, JFi bk HL £ (Open Circuit Voltage):

LTy FRFRME S ®E A fevriRz % i

Coupling ~ Nominal Measured Error Uncertainty MPE Conclusion
(kV) (kV) (kV) (%) (kV) (Pass/Fail )

Dirct 1.0 0.94 0.06 5 +0.10 P

20 1.97 0.03 5 +0.20 e

4.0 395 0.05 5 +0.40 iy

6.0 5.82 0.18 5 +0.60 P

8.0 7.70 0.30 5 +0.80 P

10.0 9.32 0.68 5 +1.00 P

20 19.20 0.80 5 +2.00 P

-1.0 -0.92 -0.08 5 +0.10 P

-2.0 -1.90 -0.10 5 +0.20 P

-4.0 -3.87 -0.13 5 +0.40 P

-6.0 -5.75 -0.25 5 +0.60 P

-8 -7.62 -0.38 5 +0.80 P

-10 -9.25 -0.75 5 +1.00 P

-20 -19.12 -0.88 5 +2.00 P

2.2, JF it v KB A I 1) (Front Time of Open Circuit):(T1 = 1.67%X.T, T:30%~90%)
A HE PAR S i WE  AMEE  AFRE g i

Coupling  Voltage Nominal Measured Error Uncertainty MPE Conclusion
kV) (us) (us) (us) (%) (ps) (Pass/Fail )

Dirct 0.5 152 159, 0.08 4.0 +0.36 P

1.0 1.2 121 -0.01 4.0 +0.36 P

2.0 4 7 1.23 -0.03 4.0 +0.36 R

4.0 L2 117 0.03 4.0 +0.36 R

6.0 1.2 1.15 0.05 4.0 +0.36 P

8.0 1:2 1.15 0.05 4.0 +0.36 Ty

10.0 12 1.23 -0.03 4.0 +0.36 P

-0.5 1.2 1.16 0.04 4.0 +0.36 E

-1.0 12 1.02 0.18 4.0 +0.36 P.

-2.0 1.2 1:13 0.07 4.0 +0:36 P

-4.0 1.2 1.16 0.04 4.0 +0.36 P

-6.0 1.2 1.15 0.05 4.0 +0.36 P

-8.0 1.2 117 0.03 4.0 +0.36 P!

-10.0 1.2 1.22 -0.02 4.0 +0.36 P

ik 45 1 5T ID: 36476 30/ 4 T
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___ Certificate No.

2WB1806849-0002

Jis brAffE S AL w® % AN 5E VR 2 % 1w
Voltage Nominal Measured Error Uncertainty MPE Conclusion
é (V) (ps) (us) (ps) (%) (us) (Pass/Fail)
ﬂ Dirct 0.5 50 51 -1 4.0 +10 P
a 1.0 50 48 2 +10 P
2.0 50 49 13 10 P
4.0 50 53 & +10 P
6.0 50 52 K +10 P
8.0 50 5;9_//-3 4.0 £10 P
10.0 50 @ ‘&g\ L5 40 £10 P
-0.5 50 W4 1 4.0 +10 P
-1.0 ( 52 -2 4.0 +10 P
\Qo 49 1 4.0 £10 P
é 53 -3 4.0 +10 P
50 51 -1 4.0 =10 P
6 -8.0 50 49 it 4.0 +10 B
-10.0 50 32 -2 4.0 +10 P
Ff « ST R A A E BE R 5 %ﬁ\
appendix:  Directions of uncertainty in the calibration &
1.{#4} (Reference document) // ‘%
JIF 1059.1-2012 34 B FHIERE Vs 5 % . :.9_/
(JJF 1059.1-2012 Evaluation and Expression of Uncertain?)in ’ \ement)

2. LS Ry AN %€ . (Expanded uncenam
k=2

urement results)

2%
e

A1 )-—mmm o e

s\%)’\

ik A oL
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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