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#* (Notes) :

1. AREFHT BAREERBVETREERIUS SRS I5%HHNEEZEF 4.
The expanded uncertainty is given in the report by the standard uncertainty
multiplied by the probability of about 95% when the factor 4.

2. ¥ (Reference document)

JJF 1059.1-201 2N BFREEITR SRR

(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)

LAFZER
The below is blank

ISV



[image: image3.jpg]ZZtest

IR A R 5]

Guangdong Zhongzhun Testing Co.,Ltd.

/

RE & R

Result of Calibration

SEBRS . |20RA00411200018 EIWH#IA

2. EBHIREE

3. ERFERORGE:

ﬁ Eer?iﬁ'cate NO. Page of
EA

1. SR TFIERMRE :

=]

FEEE ~E RE TREEU (k=2)
(A) (A) (A) (A)

40 3.96 -0.04 0.06

8.0 7.99 -0.01 0.12

12.0 11.90 -0.10 0.18

16.0 15.97 -0.03 0.24

20.0 19.87 -0.13 0.30
TREEE ~ME RE TREEV (k=2)

V) 4 2] (V) V)

48.0 . 47.93 -0.12 0.44
217000 109.47 -0.12 0.44

220.0 217.93 -0.12 0.44

it FROEMERARAER

#* (Notes) :

1. AREFHT BAREERBVETREERIUS SRS I5%HHNEEZEF 4.
The expanded uncertainty is given in the report by the standard uncertainty
multiplied by the probability of about 95% when the factor 4.

2. ¥ (Reference document)

JJF 1059.1-201 2N BFREEITR SRR

(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)

LAFZER
The below is blank

ISV




地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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