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CALIBRATION CERTIFICATE

EHES: DA O5—HRAY
Certificate No. 2 A20110549933-0002A
EHA: BREEBHBRREERAT

Cliept

TR b : BRAEATSORESHUITI069-675 (HEA)

Address

BB SFESARHZMILAY

Description

BE/ME: SXWS

Model/Type

BE BEX=HBEEHIEETRAT

Manufacturer

&I_‘%ﬁ%: SXB4923 EES:

Serial No. Asset No.

HRERBEM: 2020-11-05

Date of Receipt Y AM D

£ig: F SO 25 R 48R, IR &5 I T (Use according to the measured results, See the
Conclusion page of the report)

BERR: . 2000%11-05 BICTREERS:  2021-11-04

Date of Calibration T MDD Due Date YoM D

B -

Calibration by W&

BH#: e

Inspected by }i %

=2

HAEA: 5T . (REIE) EBES
Approved Signatory 7 <) R (Stamp)
AZBEMAE: [ HRENHESREEEARNAEES
Address: No.8.South Street Shi Ji Institute Guangzhou.Guangdong.China
BXZ @iE(Tel): 020-31134076 RIFEIE(CT)1020-31104772

f&E(Fax): 020-31134076

AT M E(Web): www.lisaitest.com

#PE 4RI (Post): 511400
B F84(E-mail): cal@lisaitest.com
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GUANGZHOU LISAI CALIBRATION AND TESTING CO.,LTD.
LISAI ¢

B #E #HH

DIRECTIONS@F CALIBRATION

woms DRI oo
Certificate No. |

1. AHHERERATHNHBRENM, REEBHRMSIS0/IECI7025/REER.
This station is the natigial authorized metrological verification station. The quality system is in accordance with
ISO/IEC170254 €
z.wmﬂmﬂﬁﬂﬂﬁﬂﬁﬁiﬁ-lﬁ)ﬁﬁﬁimﬁﬂ(sn.
Al a Issued by this station are traceable to national primary standards and International System of Units(Sl)
SAEBAE PP R "Pass" F'{ R "Fail')'N/A"{ &X"Not Applicable",
In the datasheetP" represents "Pass" and "F" represents "Fail" and "N/A" represents "Not Applicable".
4. TIEHH. (Environmental condition during the calibration).
B E (Temperature): 23°C  #EXEE (Relative Humidity): 54 %
5. KM . (Place of the Calibration).
NELKRE(16BUE)

2
3
@

CALIBRATION
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6. WREARIRFIERREM. (Limiting condition of the instrument Calibration).

7. BB AREKAE, (Reference documents for the Calibration).
JF1272-2011 [BAAE SEE RIS

8. AR EFERNEETEIRERE, (Main standards bf measurement used in the Calibration).

B HIRS ERS /G555 RN RAFE
Description Serial No. Certificate'NO.7 Due Date Traceability Technique Character
Institute

BEESMN 612417766528 3GC20090138960-1455 / 2021-08-22 IihEtTER BE: U=0.3°C (k=2)
2£203404] &7 WERAE HEXTEE : U=1.5%RH (k=2)
/
7
&7
1L AERRERNE {ZRe result relate only to the items calibrated/testing. O / H4®

2 RERTETARE, FIROE/

full, without 'g’e weitr@riapproval of our station.

£ This certificate or report shall not be reproduced except in Page 2 of4
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GUANGZHOU LISAI CALIBRATION AND TESTING CO.,LTD

R4 io Wl 11 T TR
Certificate No.

1. SRR — MRS ES
In view of External and Generality:check:: Pass

2, BEIZE (Acegiaty) :

& AR e EEE RBEE
/ Reference Indication Modification Value Uncertainty
(2C) (°c) (°C) 26)
-28.2 -30.1 19 0.5
-10.4 -11.6 12 0.5
=05 Gl 1.2 0.5
B : XTFNEERA M EEHNRE:

appendix: Directions of uncertainty in the calibration
1.4&k#E(Reference document)
JF1059.1-2012 MERHEEBEIFESER

e

)
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N N
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a—— F NS
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jnewk CNAS &
¥

g

N CNASLTI27

%opl LN
il

TWA20110549933-0002A

S

(UF 1059.1-2012 Evaliiation-and Expression of Uncertainty in Measurement)

2. B4 REKRESEE (Expanded uncertainty of the measurement results)

k=2
,‘:f --------------- U2 £ (The below is blank)---------
/
EB/ARERA: 1
Data Sheet. 1D:44460(1324618642906529793)
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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