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GUANGZHOU LISAI CALIBRATION AND TESTING CO.,LTD
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CALIBRATION CERTIFICATE

A 0s2—nat

2WB20071230410-0001
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SIRERATE

IR RER KT IR E D KE48S 155 E R A EARE1 84

MBEOEIRIAOM ERE

bl

SXBP-1204kVA/500kV

RIN=F B NREFHISERAT

€200707035 EES: /
Asset No.

2020-07-13

Y D

PTRURETR B &% (Passed at Calibration ftems)

2020-07-13 BT RRER: 2021-07-12
N D Due Date Yo M

gool sl (R21) FEEm=
@ & )aﬁ (Starp)

ALK [THRES NHESREEARNFEEsS
Address: No.8.South Street ShiJi Institute Guangzhou.Guangdong.China

BR A i (Tel): 020-31134076
1§ E(Fax): 020-31134076

RIFBIE(CT): 020-31104722
BBEL553(Past): 511400

2B M E(Web): www lisaitest.com HF U (E-mail): cal@lisaitest.com
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DIRECTIONS OF CALIBRATION

v 1111 111111 1] s
Certificate No.

L ANMEERATHH BRENE, REEEHRRFAIS0/IEC170254REER,
This station is the national authorized metrological verification statien: The quality system is in accordance with
ISO/IEC17025.
2. AN ANBURS TR ZEER S EEHERBELIHI(S).
All data issued by this station are traceable to-nationalprimary standards and International System of Units(SI)
3AFH AT P & "Pass " F L FE " "Fail""N/A"E E "Not Applicable",
In the datasheet,'P" represents "Pass" and'F" represents "Fail" and "N/A" represents "Not Applicable".
4. ERM. (Environmental conditien dufing the calibration).
JBE (Temperature): 22°C _#8xH@E (Relative Humidity): 53 %
5. B . (Place of the Calibration).
=PI (F )

LISAI

\

6. WROEMERRSIERA KA. (Limiting condition of the instrument Calibration).

7. BRI EREAREKEE, (Reference documents for the Calibration).

JF(#8)1702-2017 s EAERBUENSE AC High Voltage Generator Calibration Spetification
1IG 603-2018 #fiRFHEMIE Verification Regulation of Frequency Meters

8. ARBHEFERANESIHEHRERE . (Main standards of measurementused in.the Calibration).

2R HI RS ERE/E%H WA BARRHE
Description Serial No. Certificate No./ Due Date Traceability Technigue Character
Institute
YFTRE MY41024661 3C1900212-0004 /20200909 IMH BT ER DCV:Urel=0.0015%,ACV:Urel=0.02%
MWERAE DCl:Urel=0.028%,AC!:Urel=0.07%
OHM:Urel=0.0035%(k=2)
BESER 18082303 3GC1900226-0024/2020-10-27 IRiPE- 375 0 DCV:+0.5%,ACV:1%

MERLE

©

1L AERRAESZTRAERREREX, The result gelate only ie the items calibrated/testing ®OH / H4]m

2. REANAGBEMAE, AEHE IR ALMIRE, Thisertificate or report shall not be reproduced except in Pag=2 of 4
g2

full, without the written approval of our station
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GUANGZHOU LISAI CALIBRATION AND TESTING CO.,LTD

LISAI 3 =
e[ 1T T e
Certificate No.

¢ —F

1 AILAR=RITRE E%

In view of External and Generality check : Pass

2. XMmEBIRE( Calibration of AC High Voltage):

DERRS fEE PRtEE B T EE VFIRE £
Transformer No Indicated Referenca Error Uncertainty MPE Conclusion
(kv) (kv) (kv) (%) (kv) (Pass/Fail)
C€200707035-18-1 10.00 % G0 -0.06 5 + 0.20 P
20.00 20.09 -0.09 o5 + 0.40 p
40.00 40.6 -0.16 8 + 10.80 P
60.00 60.31 =031 5 + 5820 P
80.00 80.38 -0.38 5 + 160 P
100.00 100.75 =075 5 + 2.00 P
200.00 200.71 =0.71 5 + 4.00 P
250.00 250.53 -@:53 5 £ S50 P
(kv) (kv) (kv) (%) (kv) (Pass/Fail)
C200707035-18-2 10.00 10.09 -0.09 5 + 0.20 2
20.00 20.08 ~0,08 5 + 0.40 P
40.00 740.15 0.5 5 + 0.80 P
60.00 60.36 -0.36 5 = 1.20 2
80.00 /8034 -0.34 5 + 160
100.00 100.59 #0,59 %) + 12.00 P
200.00 200.74 -0.74 5 + 4.00 P
250.00 250.72 =0.72 5 £0.55/00) P

3. EIRIMEEIRAE (Calibration of Resonance Frequency ) :
IRARE SEME BE AEEE SIFRE B

Nominal Actual Error ¢ Uncertainty MPE Conclusion
(Hz) (Hz) (Hz) (%) (Hz) (Pass/Fail)
131.00 131.30 -0.30 01 & 131 R
EB/IRERR: 2E3M / H4m
Data Sheet. [ 1D:44713(1282660852317122561) Page 3of 4
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S/N: (€200707035-18-1/-2
S/N: C200707035-04-017
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appendix:

#z(Reference document)

JF 1059.1-201 2N ERHEEITFES TR

(IJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)

20l 24 Ry B A ERE (Expanded uncertainty of the measurement res&

S REWA: 4 ‘

Data Sheet. (- HTD 44713(1282660852317122561)
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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