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CALIBRATION CERTIFICATE

V4

V4

IEB%S: 20RA00411200003 BFIRHA3IR
Page of
BFER  semnTesRAD
Name of Customer
A KA TR B RAR267S
Address of Customer
TREAET
Name of Instrument
] :

A 1 /_; ,%L " SXHL-100A
Type/Specification

.- - i .
T = R W)
Manufacturer
HT w5

* SxAu813

Serial Number <

%/4@ 15—

HEEA =
Approved by 2—7 ﬁ

ZEHH 2020 & 8 H 27 H BA%S T
Received Date Year Mon Day Post
R B 5 2020 8. H 28 H ZHR % i\ m
Calibration Date Year Mon Day. Checked by
EREH 2020 £ 8 .5 /29¢\H RAER ) i Ll‘
Issue Date Year Mon Day Calibrated by ‘ -
etk RYITHRILL R PR PR, 5298 S EIEH AR AM 1K1 1841110 BiE (Tel) : 0755-26718332
Add: Xili shahexi Rcaa'No.EZQB, Baiwang R&Dcentre, Building 1, E-mail: ad@zztest.com.cn
11}';; room 1110, Nanshan District, Shenzhen, Guangdong, China {€H (Fax) : 0755-26544550

i@ (Post) : 518057 Mk (Web) : http://www.zztest.com.cn
7,
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Directions of Calibration

JEBES: - 20RA00411200003 B2WA3IR
Certiticate NO.

: Page of
| BNEBREERASERENEEX, # 1 SHRERB SRS NMERASSEREARTEER.

The result reported here in apply only to the equipment, calibration items or parameter with "*" is beyond
the scope of our laboratory accreditation.

2, BIRBIERIRAREE:

Reference documents for the calibration:

SHRIJG 1052-2009EIERFEREMNAY,. EFE{IQEMIE
3. FRRERERNEEIT BN ERERER:

Major standards of measurement used in the calibration:

TREERR[ANELERESR | RERS TER SRS
BREM/ES Uncertainty of Measurement or | Equipment Certificate Dﬁws%
Maximum Permissible Errors No. No./Traceability to il

Description/Model

DCV: U,g=0.01%, ACV: U,=0.02%,
HFHAE DCA: U,y=0.06%, ACA: U,;=017%; | ‘02160133 1;:3[??;,;
R: U=0:01%, k=2 A

4. REAGIMR. TR

Place and environmental conditions of the calibration/inspection

2020/11/19

Rt ST

peration Location

%f:%#: RE 22 RGPS 60%
Operation Environment

5. BINTRAERS: 20200 &= - 84 H: 27 H

Next calibration date is recommended

6. RUELER: PSR B A ERAZER

Calibration results  Calibrated project meets technical requirements
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Result of Calibration

TS | 20RA00411200003 EIMHAIA
 Certificate NO. Page of
é 1. SR TAFERIERE wa

2. [EBRESPEANMEIRZE :  (KESHE: 100A)

TRAEE ~E RE E &ie
(uQ) (uQ) uQ) (uQ) (P/F)
50.0 49.8 -0.2 0.3 P
100.0 99.7 -0.3 0.5 P
200.0 199.6 -0.4 1.0 P
500.0 499.0 -1.0 2.5 P
1000.0 996.4 =36 5.0 P
1900.0 1892.1 1. 9.5 P
3. BATERE:
HRAEHE ~E RE &= it
. AN (A) (A) (A) (P/F)
7 20 19.98 -0.02 £0.10 P
é 40 39.99 -0.01 +0.20 P
A 60 59.83 -0.17 +0.30 P
100 99.87 -0.13 +0.50 B

&g BB /FERAER
=it (Notes) :
1. FREFHY BRAREE REENHEERUSAERAN ISURINESEF 4.

The expanded uncertainty is given in the report by the standard uncertainty

multiplied by the probability of about 95% when the factor k.
HBIEU,=0.2%, BRU,=02%, k=2
2. ki (Reference document)
JJF 1059.1-201 2 BARERTFE SRR
(JJF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
BiREE ‘
The below:is blank




地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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