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CALIBRATION CERTIFICATE

whas: A AT On-meRs

Certificate No. = TWA20110549933-0001TA
EHA: EREEBHBREEERLAT
Cliept
L3 ioys bl BREEEDEOELSEHILTI069-675 (FEBA)
Address
{XERBIR: SFeSARIRIY
Description
BE/ME: XP-1A
Model/Type
BE HX=FHBIEEHIEERAT
Manufacturer
RS : 032012000249 EES:
Serial No. Asset No.
HREREE: 2020-11-05
Date of Receipt % D
£ie: PR EIR B &% (Passed at Calibration Items)
Conclusion
BERR: . 20%0°11-05 BITREERMS:  2021-11-04
Date of Caiibration 5 ) Due Date Y M. D
B s
Calibretion by W&
B S
Inspected by ﬁ jz—
£ 3

BEA: T z S EB
Approved Signatory 7 2. ,aa = (Stamp)

ALWEMAE: TRES NHEBRGBERREESS
Address: No.8.South Street Shi Ji Institute Guangzhou.Guangdong.China

BER &5 (Tel): 020-31134076 RVFHIE(CT)1020-31104772
f&E(Fax): 020-31134076 HB 4R e (Post): 511400
23 M it (web): www.lisaitest.com B F B (E-mail): cal@lisaitest.com
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DIRECTIONS @F CALIBRATION

B 111111111 111 el

1. AEEERATNHBLENY, REERERFEIS0/IECI7025/REER.
This station is the natignal authorized metrological verification station. The quality system is in accordance with
ISO/IEL17025.
Z.Wmﬂmﬁﬁiﬁmﬁiiﬁlg)ﬁﬂﬁﬁﬁ'ﬂ](sn.
Altdata issued by this station are traceable to national primary standards and International System of Units(Sl)
3AFBABR P L& "Pass " F{t & " Fail"'N/A"H & "Not Applicable",
In the datasheet'P" represents "Pass" and "F" represents "Fail" and "N/A" represents "Not Applicable”.
4. BESM. (Environmental condition during the calibration).
)2 E (Temperature): 23°C  FEXNEE (Relative Humidity): 54 %
5. MR, (Place of the Calibration).
DEIK=(216BUE)

!
)
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Z,

b

6. BB HEMNERPRBIERFEL. (Limiting condition of the instrument Calibration).

7. BIRBERBRARKEE, (Reference documents for the Calibration).
JF1263-2010 AEMATARNRENRAENE

8. AR MEEANEETEIFEEE, (Main standards bf measurement used in the Calibration).

2] RS ERE /G555 BRI BARSE
Description Serial No. Certificate'N0./ Due Date Traceability Technigue Character
Institute

LS-01-2815 3HC20010921808-2424 / 2021-04-23

HETEE BE: U=0.05s/d,BEERE:
g U=0.02s, k=2
L185905155 L185905155 / 2022-03-09 U=0.01%(k=2)
1 AERRSEREEnRE % (TR result relate only to the items calibrated /testing. EIR / H4]
2. REANPER FEEP) S4B/ ERIRE . This certificate or report shall not be reproduced except in Page 2 of 4

full, wnthour%e wferiapproval of our station.
by
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Certificate No.

1. SRR —RIERE IEE

In view of External and Generality.check.: Pass

2. Uﬂf”}‘tﬁ](Resprm(Ptumeforcalibration):

é" SWE AR R¥FRE

/ ' Measured Uncertainty MPE
(s) (s) (s)
9.5 0.1 <=730)

3. REINRE(Alarm function): ENREES

P : XTFNEERFHEENRLE:

appendix: Directions of uncertainty in the calibration
1.4&k#z(Reference document)
JF 1059.1-201 2N R EEIFES F =
(UF 1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)

2NEBERY B EE (Expanded uncertainty of the measurement results)

k=2
Gy LR E(The below isiblank)=—-=——c-r—=r==-=-
/
4
EH /4R &SRR 1
Data Sheet ID:20010512317(1324615277421658113)

i
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Conclusion
(Pass/Fail)
P

EE3M / H4m
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EB/RENA: 1 FAM | AR

ID:20010512317(1324615277421658113) Page 4 of 4
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地址：武汉市东西湖区径河源源鑫工业园                    售后服务热线：027-83375600
网址：www.whsxdl.com                    6             邮箱：whsxdl@126.com 
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